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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120420\S-73720_KORN-11.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

KORN-11 ck std 04-20-2012 3v_co2.met 

lnfomation Gas Configuration 

Peak Center found at [1987] Gas C02 

Background: 0.75 mV,1.16 mV,1.47 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 3003.9 Right: 2998.8 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 3002.55 

1 2990.6 2999.68 1.1786536 1.3970752 32.905 21.568 -10.001 -0.500 -10.714 -0.477 

2 2988.2 2997.80 1.1786595 1.3970956 32.892 21.609 -10.014 -0.460 -10.729 -0.437 

3 2986.0 2996.31 1.1786321 1.3971041 32.867 21.625 -10.038 -0.445 -10.756 -0.422 

4 2984.0 2995.18 1.1786809 1.3971111 32.901 21.615 -10.005 -0.454 -10.720 -0.431 

5 2983.1 2993.75 1.1786501 1.3971039 32.868 21.607 -10.037 -0.462 -10.755 -0.439 

6 2981.6 2992.17 1.1786722 1.3970663 32.877 21.568 -10.028 -0.500 -10.743 -0.477 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -10.016 0.012 0.007 3 

d 46C02/44C02 [per mil] vs. VPDB -0.459 0.004 0.002 3 

d 13C/12C [per mil] vs. VPDB -10.731 0.012 0.007 3 

d 180/160 [per mil] vs. VPDB -0.436 0.004 0.002 1.093924 3 

d 170/160 vs. 11.067 0.002 0.001 0.206204 3 
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